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SCHEDULE 1

ESSENTIAL REQUIREMENTS

Reproducibility

4. The application of the same measurand in a different location or by a different user, all other
conditions being the same, shall result in the close agreement of successive measurements. The
difference between the measurement results shall be small when compared with the MPE.
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