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SCHEDULE 2

ANNEX I TO COUNCIL DIRECTIVE 90/384/EEC of 20TH JUNE 1990
ON THE HARMONISATION OF THE LAWS OF MEMBER STATES

RELATING TO NON-AUTOMATIC WEIGHING INSTRUMENTS

METROLOGICAL REQUIREMENTS

Influence quantities and time

7.3. Instruments operated from a mains power supply shall meet the metrological requirements
under conditions of power supply within the limits of normal fluctuation.

Instruments operated from battery power shall indicate whenever the voltage drops below the
minimum required value and shall under those circumstances either continue to function correctly
or be automatically put out of service.
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